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1. INTRODUCTION

“SimClever; Mobile (Hybrid) Simulation Solutions.”

Introducing SimClever — the revolutionary mobile sim-based education solution that enables
you to learn anytime, anywhere, just like carrying a sim centre in your backpack!

With SimClever, you no longer have to worry about breaking equipment or facing technical
difficulties. We have developed cutting-edge software that solves most problems, ensuring a

seamless learning experience.

What’s more, our innovative platform decreases the time it takes to learn how to make sim-
based education! That means you can start seeing results and mastering new skills faster than ever

before.

And with our advanced C-Control unit, managing all your SimClever products has never
been easier. You can seamlessly control and coordinate multiple devices, ensuring they work

together in perfect harmony.

Don’t settle for traditional education methods. Join the SimClever revolution and start

learning smarter, not harder. Get started with SimClever today!

“Medical simulation anytime, anywhere!



2. ITEM CHECKLIST

¥. Control Module

¥ Stethoscope

¥ Heart, Lung and Bowel Stickers
¥ Charger




Read this manual's
Safety Information
and General
Precautions.

Avoid contact with
magnelic media
Do nat try and
disassemble

3. INSTRUCTIONS

3.1. On/ Off

A
A
A

Do nat dispose of in a
fire

Auoid extreme
lemperaluras

Do not rely on this
device for emergency
communications

This device may
produce a bright ar
flashing Bgit

Awaid contact with
lquid, keep dry

The switch located on the diaphragm must be used to turn the stethoscope on or off.

3.2. Connection to System

Launch the “Kontrol Modiilii” App located on the control module.
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Log in to the control module with username and password.
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If a stethoscope is not connected to the system, the stethoscope icon will appear red.

When initializing the SimClever Simulation Stethoscope and establishing the initial
connection, it is advisable to designate the stethoscope by right-clicking on the "stethoscope™ icon
within the interface. All SimClever simulation stethoscopes have been registered in the system
based on the serial numbers written on their labels. Once the stethoscope is connected to the
system for the first time, it will not prompt for selection subsequently. It will recognize your

stethoscope and establish the connection directly.

To make a stethoscope selection, you need to be in either a scenario mode or the 'On the
Fly' mode. Stethoscope selection cannot be done on the main page of the control module

application.



The number indicated by S/N is the serial number of the SimClever Simulation Stethoscope.

You need to use this serial number when establishing a connection.

Add stethoscope
Select stethoscope
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After connecting the stethoscope to the system, navigate to the Bluetooth settings of the
control module and establish a connection with the BT5.0 device. Once the connection is
established, choose SimClever Simulation Stethoscope as the audio output device.



3.3. Charging
The SimClever Simulation Stethoscope emits a constant blue light when in operation. If the

blue light is flashing, it signifies a low battery level. During the charging process, the stethoscope’s

LEDs alternately blink red and blue to indicate the ongoing charging procedure.

After connecting your stethoscope, the charging status will be displayed on the application.
When you hover the mouse over the stethoscope icon and wait for a short while, the charge value

is also displayed digitally.

.J Stetoskop Bagl
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3.4. Sound Settings

On The Fly

On The Fly,
Bu mod kullanilirken senaryonun akigl ve kontroll editmen tarafindan yurattimelidir.

Vitaller

VITAL BULGULAR MV

Kalp Sesi : Healthy heart auscultation (young adult)
Sag Akciger Sesi : Healthy lung auscultation (young adult) 2
Sol Akciger Sesi : Healthy lung auscultation (young adult) 2

Bagirsak Sesi : Bowel sounds - 10seconds interval-

Different sounds can be played and BPM values can be changed through the application.

The selected sounds will change when the send button is pressed.
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The heart, lung and bowel stickers included in the package are used by placing them on a
model or surface. The diaphragm of the SimClever Simulation Stethoscope allows listening to
the default sounds by hovering over these stickers. SimClever Simulation Stethoscopes will

receive the appropriate sounds from the control module and transmit them to the user's

headphones when the mini labels next to them are touched.
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4. SPESIFICATIONS
4.1. Battery
3.7V Li-ion / Polymer battery is used. It operates continuously for 4 hours when fully
charged.
4.2. Charge

¥ Input Voltage: 5V

¥ Charging Current: 1A (maxsimum)

Intelligent temperature control and over-temperature protection, integrated output
overvoltage protection, short circuit protection, overload protection, integrated and overdischarge

protection are available.

4.3. Communication

SimClever Simulation Stethoscope communicates with the control module using BLE 4.2.
It ensures clear communication and a stable connection within a 10-meter range.

Bluetooth 5.0 technology is used to connect sound to the headphones, but it can work
compatible with Bluetooth 4.2, 4.1 and 4.0.

Only audio files in WAV, APE, FLAC and MP3 formats should be uploaded to the system.
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CAUTIONS

Before each use, check the earpieces of the SimClever Stethoscope. Be gentle when placing the
stethoscope in your ears and avoid exerting force on the ears.

Use of the SimClever Simulation Stethoscope outside of educational materials and simulation
scenarios may negatively impact device performance and pose a risk to the user.

This device is not intended to be used as a medical diagnostic or treatment tool. It does not
provide direct consultation for any medical condition and does not substitute for professional
medical care.

Avoid using the device for medical applications outside of simulation training.

Real patient care should be conducted using appropriate medical equipment and procedures.
Avoid excessively high volume levels and allow time for your ears to rest after prolonged use.
Be cautious not to crush or excessively bend the cables.

Please ensure that a short circuit does not occur while using the magnetic charging input. If a
short circuit occurs at the charging input, the device will automatically enter protection mode
and shut down. After ensuring that the short circuit has been resolved, the device should be
turned off and on to check its normal operating condition. If the device still does not work,
please contact authorized service for assistance.

Please avoid using an adapter with a voltage higher than 5V 1A to charge the device.

When not using the device for an extended period, keep the switch in the off position to prevent
battery drain.

The SimClever Simulation Stethoscope may heat up during prolonged use. If the stethoscope
becomes excessively hot, refrain from using the device.

Clean the stethoscope olives (earpieces) before and after use. You can perform this cleaning
using an alcohol solution (70% Isopropyl Alcohol).

Do not use a washing machine, dishwasher, or dryer. Do not iron. SimClever Simulation
Stethoscope is not suitable for dry cleaning. Please do not send it for dry cleaning.

The SimClever Simulation Stethoscope fully charges in 2 hours. Avoid leaving it on charge for
longer than this period. Overcharging can shorten the battery life and pose safety risks.

Avoid exceeding the specified maximum charging current and voltage of the battery. Charging
beyond the specified values can damage the battery.
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Avoid leaving the device in excessively hot or cold environments. The optimum operating
temperature is between 21-50 °C.

Do not intervene with the device using cutting or piercing tools. In cases of the device falling,
breaking, piercing, or cracking, please contact technical support.

In case of malfunction during the warranty period, seek repair only at authorized service centers.
Do not interfere with the internal components of the device.
Do not expose the device to water or other liquids.

If water enters the internal part of the device for any reason, immediately cease use and contact
the authorized service.

Use the device only for its intended purposes.
Keep the SimClever Simulation Stethoscope out of reach of babies and small children.

SimClever Simulation Stethoscope is a simulation device and is not designed for use on real
patients.
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6. TECHNICAL SUPPORT

simclever.com www. linkedin.com/company/simclever/
www.youtube.com/@simulationclever x.com/KanburogluKenan
www.facebook.com/SimClever info@simclever.com
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The smartest form of medical simulation

Fener St. Atatiirk Ave. N0:28/2 Apt:7 Center / Rize, TURKEY
Tel.: +90 552 879 75 62
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